[Comparison of conventional methods for the determination of albumin, transferrin and ceruloplasmin in serum with immunological reference methods (author's transl)].
Radial immunodiffusion, which is a presently accepted reference method, was compared with the mechanized immunoprecipitation. Each of these specific methods was compared with two normal clinical-chemical methods for the determination of albumin and transferrin, and an enzymic method for the determination of ceruloplasmin. The correlation coefficients, the mean slope for regression, and the percentage variation of the average values from those of the average values of the reference methods are presented. In the determination of albumin and ceruloplasmin, radial immunodiffusion and mechanized immunoprecipitation give the same results. Surprisingly, these two specific methods give different results in the determination of transferrin. In as far as there is no doubt concerning the accuracy of the mechanized immunoprecipitation, this method is recommended, since it also has the advantage of being less demanding in cost and time.